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Abstract

An automatic counter was developed with which submicron aeroso] data,
collected with the Goetz Aerosol Spectrometer ultracentrifuge , was rapidly
and accurately evaluated.

The data, consisting of 35 mm microphctographs of large numbers of
aerosols, were reduced by utilizing a unique track-scanning geometry in
conjunction with a mechanical planar scanner. The photographic images of
the aerosols and their locations on the data field were considered in detail,
and appropriate corrections were derived to compensate for coincidence
counting losses and the variable opacity of the images,

Using the automatic counter, it was possible to count up to 500 aerosol
images on a 2.0 cm® area on each microphotograph. The counts were ac-
complished with a standard deviation of approximately 0.20 times the mag-
nitude of the inherent statistical uncertainty of the data. Also, each micro-
photograph was automatically scanned and counted in 140 seconds.
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AUTOMATIC COUNTING OF ATMOSPHERIC AEROSOLS
COLLECTED WITH THE GOETZ UL TRACENTRIFUGE

INTRODUCTION

Important constitnents of the atmosphere are small liquid and solid
particles called aerosols. Their number, size, and composition have
direct bearing in many areas of atmospheric physics, such as cloud phy-
sics, cloud modification, air pollution, air chemistry, and others.

An instrument that is capable of measuring both the number and size
distribution of aerosols ranging in size from 0.03 to 3 microns in diameter
is the Goetz Aerosol Spectrometer (GAS) ultracentrifuge (Goetz, et al,
1960a, and Goetz, et al, 1960b).

The Goetz instrument subjects a small volume of air to thousands of
"G's'" of force, which causes the aerosols contained therein to settle out
againat a chrome-plated collecting foil. The geometry and force gradient
in the instrument's chamber are such that the aerosols are deposited in an
orderly pattern corresponding to their equivalent Stokes diameters. (For a
spherical particle, the equivalent Stokes diameter ejuals its geometric
diameter; while for an aspherical particle it equals the diameter of a
spherical particle that exhibits the same Stokes-law-determined settling
rate in the air,) By analyzing the density distribution of the deposited
particles on the GAS foil, it is possible to deduce the number and Stokes
diameter size distribution in the volume of air sampled. This is accom-
plished by counting the number of particle images appearing in each of a
series of microphotographs of different areas of the foil. An example of
such a photograph is shown in Fig. 1, in which several hundred different
particle images can be seen,

To insure an adequate statistical readout accuracy of the number and
size distribution of the aerosols, up to 500 particles must exist and be
counted on each microphotograph. Since a typical GAS field measurement
consists of a set of 100 such microphotographs, a visual readout tends to be
excessively time-consuming. The practical usefulness of the GAS instru-
ment would therefore be greatly enhanced by using an automatic method of

counting the particle images.

Many different automatic particle-counting techniques have been devel-
oped for evaluating planar deposits of various types of particles. Almost
all the devices constructed to date have attempted to emulate the actions
of the eye by scanning the sample area with a photosensor and detecting the
light intensity changes caused by the particles passing through their field
of view. These devices are labelled ""planar scanners,” and for a
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comprehensive history of various types, the following authors are refer-
enced: P. Connor (1963), J. Pearson (1957), and W. Walton (185 4).

Planar scanners, of course, have the advantage of evaluating particle
data faster than is possible by visual means; however, they have had diffi-
culty in approaching the accuracy capabilities of the eye. For instance, if
the particles are rardomly distributed over the collecting surface, as is
the case in the GAS, there is a possibility that two particles could be in
close proximity to each other. The eye could easily distinguish the exist-
ence of the two particles, but the machine with a finite field of view and a
rigid traverse of the data area might see the two particles as only one.
Such a loss of particle count is called '"coincidence. ' and con be of signifi-
cant extent. However, the ettect of systematic errors such as the coinci-
dence loss can usually be computed for and largely corrected. The predict-
able error is thus another advantage of using automatic methods, since the
eye can result in errors that are totally unpredictable. Fatigue, boredom,
and change in observing personnel have been known to cause serious errors
in lengthy particle evaluations (R. Biggs, et al, 1948).

Choosing a planar scanner for the GAS evaiuation presented some diifi-
culty, since the particle images on the {ilm data differ from any of the data
formats utilized in the machines discussed by the above-referenced authors.
Whereas the particle images usually present a ccnstant opacity or bright-
ness over their entire area and a sharp discontinuity between themselves
and the surrounding data plane, the GAS data images exhibit variable
opacity and a gradual opacity drop-off at their edges. More specifically,
the GAS data format is as follows: On the film record, which involves
particles in the 0.1 to 1.5, diameter range, the background is transparent,
while the location of a particle image appears as a small circular dark
region. Assuming a background transmittance of 100 percent, the light
transmission through the particle images ranges from 3 to 62 percent. The
center of each image is darkest and for all size particles is approximately
150 uin diameter,

Images of the larger particles show concentric rings around the central
dark area, each with as many as five rings, adding 100 u to the diameter of
the images. These images are similar in appearance to an Airy diffraction
image of a circular aperture (M. Born and E. Wolf, 1964). However, on
our images the rings are diffuse and tend to merge with each other and the
central region, while in the Airy diffraction pattern a sharp contrast exists
between image elements. A lack of a two-dimensional image and oi Koehler
and monochromatic illumination causes the difference. The cross section of
the opacity of a typical GAS particle image, therefore, approximates a
Gaussian curve with slight fluctuations caused by the rings around the central
dark area.




This report describes the design, construccion, and testing of a suitable
automatic planar scanner developed for counting the aerosol images of the
Goetz Aerosol Spectrometer (GAS).

DISCUSSION
Scanning Geome try

The first and most important consideration in designing the automatic
planar scanner is choosing a suitable scanning geometry with which a photo-
sensitive device, such as a phototube, views the particle data area. In some
automatic planar scanning systems, the whole data area is iliuminated and
it is necessary to limit the field of view of the scanning phototube to a small
section of that area; while in other systems the phototube measures the light
transmitted through the data area by a scanning beam of light. In either
tase, e geometry of the Light beam or of the field of view of the phototube
must be chosen 80 as to produce the desired measurement of the data area.
For almost all planar scanners, the scanning geometry can be categorized
into three types: single spot, double and pseudo-double spot, and slit
(P. Connor, 1963, W. Walton, 1954). To answer the question as to which of
the three geometries is best for the data collected by the GAS, it would be

helpful to study the literature on the various planar scanners that have been
built.

1. Scanning by Single Spot. In the simplest of planar scanning methods,
the single-spot geometry 18 used to obtain counting pulses from each of the
particles that are intercepted by the scan over the data area. An instrument
built by L. Flory and W. Pike in 1953 uscd this principle to count circular
blood cells on a microscope slide. To avoid excessive coincidence losses,
they used a scanning spot of light which was similar in size to the blood
cells. The small size of the spot and the closeness of succeeding scans
across the data area caused each blood cell to give more than one count.
Since the average size of the blood cells was known, it was possible to com-
pensate for the additional counts caused by this overlap of the cells into
adjacent traverses of the scan.

Under other circumstances, when the average size of the particles in
the data area is not known, a correct count is not possible since we do not
know how many additional counts of the particles are caused by overlap. A
possible variation would be to place the adjacent scans far enough apart to
avoid overlap. However, this would not be satisfactory either, since the
effective diameter of the spot would become an unknown variable and no
correct measurement could be made of the particies per unit data area.
Since the particle images in our data do have size variation, these single-
spot counting methods could not be used.

Another method of scanning with a single spot with which it is possible
to count circular particles of different sizes has received much attention.




Most of the instruments using this iucthod were built with the purpose of
analyzing planar deposits of droplets (C. Adler, et al, 1954; W, Wheeler,
et al, 1953; and R. Courshee, 1954). The method all these instruments
use is calied ""cord intercept scanning.' The single spot is chosen which
is much smaller thaic the particles on the data area, and closely adjacent
scans are used. Besides counting the number of intercepts, the duration
of each is recorded. In the instrument of R. Courshee, as many as 15
electronic channels were used to sort the length of the intercepts. With
the number of intercepts in each of the 15 size-groups known, it was pos-
sible to statistically deduce the size distribution of the particles and from
this the total nuinber,

The cord intercept method could be applied to our data; however, the
complexity of using multiple electronic channels to size the particles when
only a couit is necessary is not desirable. Also, according to C. Adler et
al (1954), a minimum of 500 or 600 particles is necessary to produce accu-
rate counting results. Our data range up to 500 particles in some data
areas, but many areas have less,

2. Scanning by Double and Pseudo Double Spot. The second type of
scanning geometry has two variations--double spot and pseudo double
spot--and caa count independently of the particle size. The double-spot
method--sometimes called guard-spot method--counts the field of particles
by scanning the data area with two adjacent spots, each of which uses a
phototube and associated circuitry. A count is obtained from each particle
only when one of the spots passes over, When bcth spots see the particle,
a canceling pulse is produced and no count is recorded, thus avoiding the
additional counts caused by overlap. Instruments have been constructed
using the guard-spot technique and are described by P. Connor (1663).
However, some authors (H. Dell, et al, 1960) have felt that a serious
weakness of this method was the need for entirely separate electronic sys-
tems for the pair of spots. They stated that since the count for each parti-
cle came from the first interception of that particle and was therefore
close to the resolution limit of the instrument, even a small variation in
sengitivity of the electronic channels or of the scan path could cause large
counting errors.

The weakness of the employment of two identical electronic systems is
avoided by using the pseudo double-spot scanning geometry first described
by H. Dell, et al (1951). Here the role of the guard spot was taken over by
a memory system that recorded only the initial pulse of each intercepted
particle. As the scan that followed the initial interception again approached
the vicinity of the particle, the memory syste  would produce a canceling
pulse so that the overlapping particle was not .ounted again. Instruments
using the pseudo double-spot scanning geometry may be obtained commer-
cially from Casella, Ltd., Cinema-Television, Ltd., and Mullard, Ltd.
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A condition for the operation of the double and pseudo-couble spot
methods is the exisienre of an association criterion between the initial
counting pulse and the canceling pulse (D. Gillings, 1950). The criterion
is the necessity of producing ti.c -snceling pulse a certain distance before
the same location is reachcd where the initial pulse occurred in the pre-
ceding scan. In this manner, the overlapping part of a particle that might
be larger than was seen iu the preiv.vag scan will not give any additional
counts.

The error of coincider < will be (..nanced by such a criterion, since
the particles become effectively larger ou the data arca. This effect can
be especially prevalent ior particies that have a wide range in the size dis-
tribution and also for data areas .1at have a high density of particles (.
Phillips, 1954). Since our data can have both of the above-stated charac-
teristics, it wouid be desirable tc avoid the necessity of the association
criterion,

3. Scanning by Slit. When scanning the data area with a slit, circular
particles can be counted independently of their size; and also an association
criterion is not necessary. The theory of scanning with a slit, also called
"track scanuing,' was developed by P. Hawksly (19542) and utilized in
counters built by E. Cooke-Yarborough et al (1954), L. LeBouffant et al
(1954), P. Hawksly (1954bj, and H. Morgan et al (i955). Basically, the
data area 1s scanned with a slit of one dimension and then scanned again
with a longer slit of the - ume width. With this method, only one electronic
channel is needed and with a proper combination of the counts obtained
fro:~ the two different slits, the mumber of particles and their average size
on the data area 2 -2 known. The disadvantage of track scanning is the
necessity of relatng the scan paths of the different slits. If the two slits
do not scan the same paths over the data area, counting accuracy is lost
(P. Ha-viksley, 1954a).

Scarning Csometry for the GAS Data

1t was felt that the difficulty of scanning the two slits could be overcome
and, since track scanning had the desi. able characteristics mentioned, it
wvas chosen for the GAS data. The method chosen was similar to the one
proposed by E. Cooke-Yarborough et al (1854) to ccunt blood cells on a
microscone slide. In their method, a scan of the data area is first made
with a slit of width W as shown in Fig. 2, while the second scan is made
with slits of width W/2. By subtracting the counts received from the W/2
slits from the W slit, the numbe. of cells lying in the shaded arca are
counted. Since counting accuracv also depends on the data sample size,
the shaded area chould be adjusted to cover as much of the data area as
possible. For particles of one known size, as for the blood cells, this can
be done; however, for d-~ta that have size variahility such as ours, a
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Fig. 2. Track-scanning geometry of Cooke~Yarborough, et, al, (1954),
Particles located in the shaded area are counted.

constant adjustment of the data area to be analyzed (the shaded ares) is
necessary, but undesirable.

A unique variation of the above-descrihed track-scanning geometry is
used in our planar scanner, and is shown in Fig. 3. A slit of length Wy
is first scanred across the data area so that the successive scans are
adjacent to each ciher as shown. The number of particles and fractions of
particles that are iniercepted by Wy is recorded. Next the data area is
scanned by a largar slit of length W3, which overlaps on each successive
scan in the manner shown. Again the particles that are intercepted are
counted. The whole data area is scanned in this manner, and by subtract-
ing the counts obtained with W) from Wy, the number of particles is known
independently of their size and location on the data area. 'This feature can

be demonstrated by noting the number of counts produced by particles Py,
P9 in Fig. 3.

It is shown that the smaller particle is intercepted twice ky Wy and
three times by Wo; the difference in counts is one. Similariiy for Py, four
counts produced by W; subtracted from five counts from W9 results in one.
Equations (1) through (5) alsc describe this procedure. N is the desired
number of particles in the data area ¢ L Wy, where

a = number of adjacent scans,

7
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Fig. 3. Track-scanning geometry used in counting GAS aerosol data.

L = length of each scan,
W1 = width of each scan, and
r = average diameter of the particles.
If C equals the number of particles per unit area, then
N=qoLW,C. (1)

The number of particles and fractions of particles (p + f) counted
by the slit of width W, is

N1=aCL('W1+-x.'), (2)
and the slit of width W, is
NZ-QCL(W2+I-'). ®)
We can let Wy = 2 W}, and by eliminating r between (2) and (3),

c-w- @




But we know from Eq. (1) that

N __.
C—<Twy

therefore,
N = N2 - Nl. (5)

Accuracy of the Track-Scanning Method

1. Sources of Error. There are three types of error to be met when
discussing the accuracy of particle counts. The first error results from
trying to obtain information about the total particle population by just
observing . sample of the particles, If the particles on the data area were
arranged in an orderly fashion, a small sample would suffice to identify
the population; however, in the case where the particles are randomly dis-
tributed, there is the question of whether we have chosen a sample truly
representative of the population. This uncertainty is statistical in nature
and can be expressed in terms of the Poisson distribution function. For a
field of randomly distributed particles, the number of particles in sample
areas is distributed according to the Poisson law, about their mean value
with a variance equal to the mean, This indicates that the variance is also
equal to the number of particles in the chosen sample area, since ina
Poisson process the expected value equals the number counted.

For an indication of the relative accuracy of the count on a sample area,
the coefficient of variation, which is the square root of the variance
divided by the number counted, is used. From this we see that the statis-
tical error can be reduced by choosing a larger sample size,

The second and third types of error are related to the scanning method.
As mentioned before, the planar scanner was necessarily a compromise,
since the instrument falls short of the capabilities of the human eye. The
second error is thus caused by the inherent inability of the chosen scanning
method to count accurately all the particles on the data area. However,
this weakness of the scanning method can usually be described, and the
effects of it predicted. The third source of error comes from the imper-
fect application of the scanning method to the data. Systematic and random
errors of the scanner instrumentation are included in this category and will
be described later.

2. Coincidence of Particles. The main cause of error in counting the
GAS data with the track-scanning method is the coincidence of particles in
the field of view of each slit. Since the particles are randomly distributed,
it is possible to get two or more particles located close enough together so
that the slit cannot resolve them., The result is a loss of counts and an
incorrect number of particles on the data area.

9




LeBouffant et al (1954) and P. Hawksley (1954) have treated the coinci-
dence problem for track scanning of circular particles which may be
applied to our data as follows: Equation (6) was given by both authors as
the basis for correction of the coincidence error.

®

N

= % exp -n1 Ll , - (6)

i

where the subscript i refers to the particular slit in questlon, N is the
number of p + f which is actually on the data area, N¥ is the 1ésser num-
ber of p + { (because of coincidence) that the track-scaﬁmng method sees,
n; is the average number of p + { per unit length of track scan, and Lj is the
average length of the intercepts of the p +f. The length of each intercept
is considered the distance on the data area along the direction of the scan
in which the particle is visible in the scanning slit.

‘The use of Eq. (6) is valid only for paralyzable counters of type II as
was noted by L. Takacs (1958) and W. Smith (1957). This type of counter
remains inoperable for as long as it is exposed to individual or coinciding
particles. Our counter was designed to approximate closely the above
type; however, a long series of coinciding particles would cause several
counts. There is a probability of having a long string of coinciding parti-
cles on our data area, in which case Eq. (6) would not be applicable; but
this probability is small.

The number of p + f per unit length of scan for our track-scanning
method can be obtained from Egs. (1), (2), and (3), and is given in Egs.
(7) and (8).

ny =3 (1+ ) M
ng= 1 (z+§7;). 8

It should be noted that r used in Eqs. (1) to (3) has been replaced by a
different quantity x. The reason for the change is that an electronic dis-
criminator is necessary in the counting circuits to avoid spurious counts
due to background noise. The effect on the average particle size is to
reduce its vertical diameter by twice the distance that the slit must cover
the particle to just obtain a countable pulse. This distance from the
extreme edge of the particle to where the slit will first see the particle
is z, and therefore,

X=r -22. (9)
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To obtain the mean length (L) of the intercepts of the p + { on the data
area, we have to divide the average total length of intercepts for each
particle by the average number of times a particle is seen by the particu-
lar slit. For the slit of length Wy, L is given by Eq. (10).

Ly s——" + W, (10)

L2. ——— + W. (ll)

The numerator and denominator of the first term on the right in these
equations consist of two parts. In the numerator the first part gives the
length of the diameter of the particle, and the second part is the average
total intercept length contributed by those portions of the particle which
are seen by adjacent scans. Similarly, in the denoziinator, the first num-
ber is the count obtained from the diameter ~Z the particle, while the sec-
ond consists of the additional counts resv'iing from the portions of the
particle extending into the adjacent scuns., The slits both have a width W
and this must be added to each mean intercept length. (It can be seen from
the above two equations that an advantage of our track-scanning method is
that the intercept that identifies each particle is from the widest part of
each particle: the diameter.)

It should be mentioned that the X in the numerator of Eqs. (10) and

(11) is an approximation to the x defined in Eq. (9). In finding the average

total length of the intercepts for each particle, one presupposes the exist-

ence of circular particle of radius x/2. This is not the case, since the

existence of the discriminator effectively makes the circular images appear :
as an ellipse, with the longer dimension being larger than x. If the value 1
of z is small compared to the r of the large particles, this source of error
should be minor. i

Combining Eqs. (6) through (11) and letting the width of each slit equal
Wi, we find that

N 22
Nl—-exp-—(2x+rw-+wl), (12)
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and

N3 =2
N, " o -3 6 *HI* awy) . (13)

Realizing that X can be expressed in terms of N and N or Ny, Egs.
(12) and (13) can be used to obtain the correction for the coincidence error
experienced by the track-scanning method. We would need to solve only
Eqgs. (12) and (13) for N in terms of the machine counts of p + f, N’{, and
Ngl.mUnIortunately, these equations are not implicit in N, so that the exact
relationship desired cannot be derived. We can, however, construct a
nomogram relating the machine count of p + f to the value of N,

Noting that Eqs. (12) and (13) are implicit in N’{ and N*, respectively,
and using Eqs. (2), @), (5), and (9) to relate x in terms of N and N, we
can solve for the machine count of p + f:

* 'wl L 2
Nl-NleXP-i—(le-N+m—(N1-N)), (14)
and
| * Nt i N
Nz-(N+N1)N_1exP - -———L——. (15)

To obtain coordinates for the nomogram curves, vaiues of N and Ny
were chosen and Eqs. (14) and (15) solved for N] and N3. Since a large
number of calculations were involved in constructing the nomogram of the
desired range, an LGP-30 digital computer was used to solve the above
equations. The calculations were chosen to cover all types of data one
might expect to encounter from the GAS measurements. Below 100 parti-
cles on the data area, the coincidence error would be insignificant; hence,
the nomogram was constructed with values of N ranging from 100 to 500.
An additional necessary input was the average size of the particles on the
GAS data. The range in average size x was chosen from the smallest
particle seen on the data areas to the largest.

Figures 4a through 4d show the computer results. The vertical and
horisontal axes have the values of p + { counted by the machine, and the
solid lines are the values of the corresponding number of particles on the
data area. To demonstrate the use of the nomogram, suppose that the scan
of the data area with the slit of le Wy gives an N count of 715 p + f and
the scan with the second slit an Nj count of 545 (see Fig. 4c). As canbe
seen, these coordinates correspond to 200 pgrticles*on the data area. If
no correction for coincidence existed, and N; and Ny were mistaken for
Ni, N3, then only 170 particles (715 - 545) would have been seen--a loss
of 15 percent of the particles to coincidence.

12
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3. Variable Opacity of the Particle Image. The dashed lines on the
nomogram are related to an additional correction which can be made for
the coinciding particles. Remembering that Eqs. (12) and (13) were
derived using x as the size of the particles on the data area, it must be
noted that this choice of the particle size is again an approximation to the
actual size which should be used in Eqs. (12) and (13). A change from x
is necessary, since the p + f which coincide act as if they are larger than
the cnes that are situated alone. This comes about because of the varying
opacity of each particle and the existence of the electronic discriminator.
These statements can be made clearer with the sketch in Fig. 5. Illus-
trated is the opacity cross-section of two particles as might be seen by the

RESULTANT
OPACITY

OPACITY OF PARTICLE IMAGE

TRIGGERING LEVEL

T ———el \OF DISCRIMINATOR

SCAN DIRECTION ~—o

Fig. 5. Sketch of the opacity cross-section of two particles cointicding
because of the addition of opacities in the tails of the particles,

phototube through either of the scarning 3lits. The particles are average
in size and the intercepts are of the diameter of each.

From the figure it becomes evident that the addition of the opacity in
the tails of the adjacent particles causes z 1o8s of c.:e count because of
coincidence. Thus it is rot correct to treat the coinciding particles as
being of size X, but of a slightly larger size x + €, where ¢/2 is the aver-
age distance along the scan direction in which the opacity at the edge of the
particle falls to just halt of the value at the point wnere the opacity is equal

to the discriminator level, 1




The eerror can be formulated as follows: Equations (2) and @3) are in
the form of a 'inear relationship Nj = h{W;), which can be shown as a
straight jine (@) in Fig. 6. As can be seen, the slope of this line is N and
the abcissa intercept is X. It can be shown that a similar relationship,
N = k (W;), exists for the p + f counted by the machine and aiso for the
p + consxdermg the additioual eerror, Nj¢ = L(W;). The former relation-

ship is shown as line (b) and the latter as lmo ‘c).

LENGTH OF SCANNING SLITS

Fig. 6. Diagram used in the computation of the €error.

In the actual machire count of p + {, the smaller quantities N’." are
counted instead of N When N is then used in Eq. (6) to find the correc-
tion due to coincideme, a quantitv N (linc d) results, which is an unde. -

estimate of the true number of partu"as N. What is desired, therefore,
is to obtain a relationship between N, N,and the value of €, for in this

manner the constructed nomogram can be utilized.
From Fig. 6 we see that

N =N, -N (16)
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and using Eq. (8) in functional form, Eq. (18) becomes

* - -
Nc‘ qu exp g(h(, xe) - Nit_ exp “Ne’ x() . (17

= - l- t'
N =N - (N'-N*), (18)

gince the loss due to overlap of p + f from the actual values of Ni is givea

by the loss of p + f from the particle population N' (see line ¢}, whose
average size is X + ¢, as shown in Fig. 6.

Ni*' is found from Eq. (6) to be

N,*' =N, exp -f(N, X+e€) (19)

No*' =N, exp -g(N, X + ). (20)
Also from Fig. 6 we see that
Pa N . €N

Ni Ni ‘W (21)

On combining Eqs. (16) through (21), we find that
E - - -
N, = {(N2 +-€§) exp -g(N, X + €) -?v”

exp gIN_, X) - {(N, +55) exp -1(N, % + €)

%‘ exp f(N., x.); (22)

this is the desired result from which the effect of € on the coincidence
correctioncan be obtained.

To use Eq. (22) to its fullest extent would mean the construction of a
nomogram for each of various ¢ values that might exist for diiferent data
- areas. It would prove cumbersome to do this; therefore, an alternate pro-
cedure of plotting the ecorrection on the constructed nomogram of Figs.
4a -~ d was tried.

As expected, Eq. (22) degenerates to Eqs. (12) and (13) when ¢ is sgt
equal to zero, so that the p + f plotted in the nomogram would give us Ni €
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when overlap is due oniy to particles of §ize_i. When the same group of
particles is considered as being of size x + €, then N* can be obtained
from Egs. (18), {19), and (20): 1€

N}, =N (N - Sg) (- esp -1, X + ), (23)
Ny, =Ny - (N, + 5 (- exp -g(N, &+ &), (29

By combining Egs. (23) and (24) with {12) and (13), we can write an
expresaion for the change of the machine p + f due toc the use of a sperific

¢ value. This quantity will be called AR (Eq. 25) and was plotted on the
nomogram for various values of N and X.* €

AN -N*-N;'. (25)

i ie

The method used for plotting AN* wzs to choose an initial p +f
coordinate on the nomogram and apply E&‘ (23). The ¢ correction for that
initial point was »lotted on the nomoegram and then was itself used for the
next coordinate to be ccrrected with Eq. (25). This iterative procedure
wag done on various areas of the nomogram and resulted in the sianted
dashed lines. The segments of the slanrted lines, which are given by the
intersection of the curved dashed lines, give the distance of AN’i"€ for the

specific ¢ that was used. This € was chosen to be equal to the average ¢
value (») expected on the GAS data.

As noticed fror- the nomogram, the slanted lines are straight and the
segments approximately equal for any small area of the nomogram. It thus
becomes corvenient to extrapolate the AN’{‘ valae for areas that were not

computed for this error. However, the question arises as to whether it
would be possible to use the dashed lines to correct for an ¢ value other
than y. The answer must be known, since the ¢ for different GAS data
could very likely vary around the value of y. Preierably, a linear relation-
ship should exist between the size of the ¢ value and the distance along the
lines of the ¥ correction. It does exist if the followirg two equations are
valid:

i

» 2 + 2
) “n JaNt R ang)

1
where ¢p -% , and n -s-to 5, and

,  (26)
€n

Joni e en,?
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AN; AN*
€

= 2¢
TR N . 27
“le le
Y €n

The Pythagorean theorem is used in Eq. (26) to show that multiples or
fractions of ¥ result in proportional multiples or fractions of the plotted
AN;: value. The left part of Eq. (26) is evaluated with € = y, while the

right part uses the multiple or fraction of ¥, depending on the choice of n.

The second necessity for a linear relationship between the values of
¢ and AN* is that the correction due to the multiple or fraction of y iies in

the same dxrectlon as the straight dashed lines. Equation (27) is used to
show this, and it equates the slope of the y correction with that of the mul-
tiple or fraction correction,

Equations (26) and (27) can Le shown to be valid if the fcllowing approxi-~
mations are made:

exp - £(N, €) = exp - g(N, €) a 1
(N, X+c) N, X+
f(N:i"'E) g(N9i+;)

~ 0,

exp - 2f(N, X+¢) w1 +2exp-f(N, X +¢),
and 7] - - o
exp -2g(N, X +¢) »1 +2 exp -g(N, x+¢).

The error caused by these approximations is small compared to the
value of the other terms in Eqs. (26) and (27), so that the changé of AN"‘
is approximately linear for various values of ¢.

To demonstrate the correction for the € error, let us refer to the
nomogram coordinates used in the previous example. Suppose the meas-
ured ¢ were equal to 2/5 y. We would move from the p + f coordinates of
715 and 545 to a new value of N along the straight dashed line. Since each
segment of this line is equal to an ¢ of y, we would .nove 2/5 of this dis-

. tance to the correct value N = 210. In this example, coincidence error
due to particies of size x was 15 percent; and with the additional ¢
error, the total error increases to 20 percent.

4, Statistical Error., As was mentioned before, there is an unavoid-
able statistical error associated with the number of particles on a finite
‘sample area. The amount of the error must be modified somewhat since
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there are two contributors to the experimental count of the particles cn
that sample area. The final count is made up of the particles counted with
the machine and the number that must be added because of the coincidence
error. Both of these quantities have a statistical error associated with
them, and according to L. LeBouffant et al (1954), the error can be
expressed in terms of the Poisson law. The variance V of each quantity is
equal to the value of each, and a total variance can be expressed as

V (total) = V (machine cuunt + number of particles coinciding)

-V[N:+(N-N:)]. (28)

Since the machine count and the particles that are coinciding are not
independent of each other, Eq. (28) becomes

V (otal) « VY + VIN-NY) + 20/ V) vovenpl. o)

The correlation coefficient p is approximately equal to one, and sub-
stituting into Eq. (29) the values for the variances, the maximum total
variance will be

Vitotal) = N + 2 jN: o™ - N, (30)

From Ej. (30) it is possible to find the range of the statistical error
when using the machine to count the particles on the data area.

Description of Instrumentation

In the construction of the automatic counter, several requirements were
stipulated. The most important of these was the necessity of scanning the
data in a manner that would give the coverage described for the chosen
track-scanning method. Especially important was the relationship of the
scans of different widths with each other. If the relationship were not
obtained, the claimed statistical accuracy would not result, The rapidity
of evaluation of the data was the second concern in the building of the
counter. It was decided that a rapid evaluation time would not be of prime
importarce if the entire counting process of a strip of 35-mm film data
could be automated. This decision simplified the counter and made it pos-
sible to use mechanical instead of the faster but more complicated elec-
tronic scanning. A further simplification was the use of a precision pro-
jector to enlarge the film record of the data. In this manner the difficulty
of scanning the film directly with accuracy measured in microns was
eliminated.
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The automatic counter, which was constructed at this Laboratory, is
shown in Fig. 7. The approximate size of the instrument is 3 x 3 x 6 feet,
and the panels which usually cover the sides of the instrument have been
removed to show the interior components. Td aid in the description of the
counter, a flow diagram is illustrated in Fig. 8.

1. Optics. A Van Guard M-35 projector (A), which has the capabili-
ties of automatically advancing the film strip and of positioning each frame
with a fraction of one mil accuracy, is used to project the information on a
rear projection screen (B). The diagonally-mournted mirrors (C) are used
to direct the downward projected light to the unjersurface of the screen.
The magnification from the film to the screen is abcut 50, so that the parti-
cle images on the film are increased to a size on the screen of between
1/16 and 1/4 inch in diameter. The scanning-arm assembly (D) is located
directly over the top of the screen, which can transmit diffuse light.
Essentially, the assembly consists of a hollow tube that channels the light
flux from a specific area on the screen to the phctomultiplier. This is
accomplished as follows: A small diagonal mirror, located at the end of
the arm, directs the light fromn the screer into the tube. The light passes
through several achromat lenses and a field stcp in the form of a slit. The
dimensions of the slit, which are equ.valent to the size of the area being
inspected on the screen, can be continuously adjusted with a micrometer for
both length and width.

For the GAS data, the slit length was chosen to be 1/16 inch for W_,
and 1/8 inch for W,. It was felt that these dimensions were a good ~ofnpro-
mise, since a largar size would increase the coincidence losses and a
smaller size would decrease the gignal-to-noise ratio.

 After passing through the field stop and the horizontal portion of the
scanning arm, the light makes another 90-degree change in direction and
falls on the photomultiplier situated in the amplifier chassis (E).

2. Mechanics. The chassis, scanning-arm assembly, and also a syn-
chronous electric motor (F), are mounted on a carriage (G). The motor has
the dual function of sliding the carriage along steel tracks (H) and of rotat-
ing the scanning arm about a vertical axis and in the plane of the screen.
Both motions are coupled so that the tip of the rotating scanning arm
describes a closely reproducible helical path over the top surface of the

.counter. By sychronizing the rate of rotation of the arm with the movement

of the carriage along the tracks, the entire screen can be scanned with
consecutive passes of the arm which are separated by the desired length of
the smaller slit. The rate of rotation of the arm is 2 rps so that the 140
passes which cover the entire screen take a little over one minute in time,

. 3. Electronica The light fluctuations received at the amplifier from
the scanning arm: passing over the screen must next be changed into
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TRANSLUCENT
SCREEN (B)

SCANNING ARM (D)

CARRIAGE (@) °
AMPLIFIER DECADE DIGITAL
(£) DISCRIMINA | couNTER RECORDER

Fig. 8. Principal components of the automatic counter

electrical signals so that they can be counted. In considering the design of
the amplifier, we should remember the need for a paralyzable counter of
type II. For this reason the output signals of the amplifier were designed
to reproduce closely the waveforms of the pulses of light received at the
photomultiplier. For instance, if the amplifier produced only an electronic
pulse from the front edge of the particles or integrated the fluctuation

from the particle, the counter would not remain inoperable for the duration
of slit passage over the particle, and the coincidence equations and nomo-
gram would not be valid.

A direct consequence of the necessity of the amplifier in providing an
output without distortion is the choice of the width of the scanning slit. I
the slit were narrow, the variations in the particle opacity due to the dif-
fraction pattern would be reproduced by the amplifier, and more than one
count might be obtained by each particle. To prevent the additional counts,
the width of the scanning slits was chosen to be larger than the separation
of the concentric circles in the diffraction pattern. For the GAS data, the
width amounted to 1/16 inch for both slits.

The elect. onics of the amplifier consist of a ten-dynode type photo-
multiplier followed by a clamping circuit, two stages of negative feedback
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stabilized amplification, and a cathode follower. The desired function of
the photomultiplier is to change the light fluctuations into electrical signals
in 2 manner which is similar for each slit used. Since the background
light flux from the screen is twice as much for the larger slit than for the
smaller one, the coordinates of the d.c. point on the load line for the
photomultiplier are different for each slit. It is possible, therefore, to
obtain signals from the same particle which are different in amplitude for
each slit. This difference can be tolerated for the denser center portions
of the particle, but for the area of the particle which is of the opacity
necessary to trigger the discriminator, the difference would make the
track-scanning method inoperable. By choosing to operate the photomulti-
plier in a portion of the anode dynamic characteristic, where small fluctu-
ations from the quiescent point corresponding to each slit are equivalent
for the same fluctuations in the light intensity, the discriminator would see
the particle as being the same size for each slit.

The clamping circuit, which consists essentially of a diode in parallel
with the photomultiplier, is needed to eliminate the large square wave
formed by the background light level on the screen. The circuit in effect
raises the pulses formed by the particles and vituated on the negative por-
tion of the square wave to a zero potential reference. In this manner a
change ir the light intensity used to project the data would not necessitate
a change in the discriminator level. Also, a pulse, useful for the calibra-
tion of the light source and photomultiplier,is formed by the following edge
of the screen,

Tec avoid distortion of the electric pulses produced by the light fluctu-
ations, the amplifier was constructed to act as a passive band pass filter
which had a frequency response wide enough to cover the frequencies pre-
sented by the passage of the slite over the particles. The required fre-
quency range was ! to 10 kc. By a correct choice of the capacitance
values in the coupling between stages, the low frequency distortion caused
by the 130 cps component of the tungsten projection bulb was reduced to an
acceptable value without excessive attenuation above 1 kc. For the upper
half-power frequency, a shunt capacitor was used, and the high-frequency
noise from the phctomultiplier and triode vacuum tubes wa: reduced.

The output of the amplifier is fed directly to the discriminator, which
consists of a Schmidt trigger circuit. The operation of this circuit is to
produce a pulse whenever a preset level in the input signal is reached. For
the input signals produced by the particle images, the circuit triggers from
the leading edge of each signal and remains inoperable for the duration of
the passage of the slit over that particle. The pulses from the Schmidt
circuit are recorded on the tape readout of a Hewlett-Packard digital
recorder. (Both the discriminator and decade counters are modified com-
ponents of an existing instrument, a Royco PC-200A particle counter, and
along with the digital recorder, are not shown,)
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The last item on Fig. 7 to be discussed is the control chassis (I}, with
which it is possible to automate the evaluation of a long film strip. The
functions of (I) are as follows: When the scanning arm has reached either
extremiiy of the screen, 2 microswitch located on the steel track is
tripped by the carriage, and one of the five relays on the chassis is acti-
vated. This initiates a sequence in which the number of counts on the
decade counter 18 printed out by the digital recordei, the synchronous
motor is stopped, the Van Guard projector advances the film strip one
frame, the decade bank is resct to zero, and the motor is again staried,
but in the reverse direction. The entire process takes approximately two
seconds and is repeated for each frame of the film. After the film strip
has been scanned, it must be manually reloaded onto the projectr: tc be
scanred again with the second slit.

Evaluation of the Automatic Counter

In this section we analyze the capabilities of the automatic counter to
count particles accurately. The questions which we will try to answer are:
Is the choice of the scanning method valid for the particle data? is the
application of the scanning method exact? or do counting errors exist
because of errors in the optics, mechanics, or electronics of the instru-
mentation? and is it possible to rely on the predicted statistical error of
the machine counts?

These questions can be answered by operating the instrument with
known data and comparing the results. For a reliable estimate of the
accuracy of the instrument, many comparisons should be made and the
known data should have a range similar to that which the instrumenat will
encounter in practice. And, of course, the data used as the standard
should be very accurately documented. Such a rigorous evaluation of the
ccunter was not performed; instead, only a few comparisons were made
with samples of visually evaluated GAS data. Considering the fact that
particle data might exist with different characteristics than those of the
samples, and remembering that visual evaluation is not the most reliable
method, the accuracy claims in thia section will probably need further
substantiation.

The first comparison of the number of particles counted with the instru-
ment and those by visual examination of the GAS data was obtained during
the process of choosing the correct high-voltage value for the operation of
the photomultiplier. A frame of a GAS data {ilm was chosen and counted
several times with the automatic counter and its nomogram corrections.
For each count, another high-voltage value (at constant discriminator
level) was used for the photomultiplier. After also counting the frame
visually, the counts versus high voltage were plotted (Fig. 9).

21




MACHINE COUNTY

Ne

PHOTOMULTIPLIER HIGH VOLTAGE

Fig. 9. Machine counts of three frames of GAS dats film

The abvious choice of the high voltage to be used fc. operation is at the
point in Fig. 9 where the instrument's curve (No. 1) intersects the visual
value. To confirm this choice, two other frames of film data were evalu-
ated in the same way (see curves No. 2 and No. 3). For all three frames
the correct operating high voltage was found to be approximately 870 volts.

For added significance of this first comparison, the three frames were
chosen so that the average size, x, of the particle images was different for
each (see Pig. #). The fact that the machine counts with the same se..»i-
tivity of the photomultiplier agree with the visual count for all three
frames shows that the instrument can court independently of sixe and that
no large gystematic errors exist in the application of the scanning method
nor in the instrumentation.

To determine whether smaller random errors exist in the machine
counts that would not have been seen in the [irst comparison, a second
comparison was made, using the chosen high voltage. One frame of the
GAS data was picked and was evaluated repeatedly with the automatic
counter. If no additional random errors existed, the many machine
counts of the cne frame would all be of the same value. The following
weaiknecses in the instrumentation could, however, furnish reasons for
variations in the number counted: Inaccurate positioning of the film by the
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projector fo: the scan with each slit; the scanning arm does not scan the
screen as precisely as given in Fig. 3; or the noise in the electronics has
not been eliminated to a sufficient degree to prevent spurious signals.

Figure 10 shows the results of this test, and, as can be seen, some
variations do exist in the count. It was assumed that the size of the
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Fig. 10. Repetitive machine count of one frame of GAS dsta film

fluctuations was normally distributed about the mean count and a variance
$4 was computed. The value of S2 was found to be 29.8. This small value
i8 « good indication that none of the above weaknesses exist to any great
extent, since for scans of two slits, which take indepencient paths over the
same data area, the variance could be as high as the mean of the total num-
ber counted by both slits (P. Hawkley, 1954). Alsc, i{f we compute the
variance of the total statistical error for this sample as {f it were part of
an actual test (V = 312; Eq. (20)), we see that the above-described random
error is almast ingignificant. If it is desired to include this small error,
its standard deviation can be added geometrically to the standard deviation
given by Eq. (30).

The last comparison is a machine and visual evaluation of an actual
GAS field test conducted in the Flagstaff, Arizona, area during the summer
of 1965, The evaluation was made since it gave the counter the opportunity
of showing its applicability to a wider range of data than was found in the
prior comparisons. 1t also provided the opportunity tn test the validity
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WO. OF PARTICLES

of the expectad statistical error given ir Egq. 3C), a test that would show
the overall accuracy of the zounter,

Fifty-six minrophotographs were taken of the 30 July test, and the
resulting particls counts are shown in Fig. 11 where the mumber of
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¥Fig. 11. GAS field test, 30 July 1965, Flagstaff Arizona. Short
vertical lines are the predicted 95 percent confidence
intervals for the machine counts. Smocth curves give
the size distribution obtained by differentiating mean
curves {not shown) drawn through the visual and
machine points.

particles on each freme is plotted as a function of i heir Stokes diameter,
One can see hat the machine and visual counts compare favorably for most
of the frames over the entire range cf data; however, some fluctuations do
exist botweer the two counts. The differences were to be expected, since
the statistical error of the '"true’ visual count is due only to the sampie
size; while for the machine count the additional uncertainty exists because
ot particles coinciding and the amall random instrument errcr mentioned
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previously. The variance of these fluctuations should be equivalent to the
value given by the second term of £q. (30) and ian be uged in this manner
to test the operation of the counter. If the fluctuations of the instrument
count are much larger than tha¢ permitted by the secord term of Eq. (30),
then the instrument is not cperating properly. However, if the fluctuations
are within a certain interval of computed vnceriainty, then the reverse is
trae.

The method of confidence intervals can be used to determine which of
the above criteria can be accepted. First, the variance for the coincidence
of the particles is computed for each of the visually evaluated counts. Also,
we know that this group of particles is distributed about their mean accord-
ing to the Poisson law for small numbers, and Normal law for large num-
bers. We can therefors use tables to find the confidence interval for each
of the visuaily evalvated points.

A confidence interval of 95 percent was chosen and is drawn as & small
vertical line for each of the visual points in Fig. 11. The distance that each
line covers corresponds to a 95 percent certainty of {inding the experiment-
al value in thot 1o 'l .. other woirds, if approximately 95 percent of
the machine counts fall within this intexrval, the counter can be considered
to be operating correctly.

As can be seen from Fig. 1, fifty of the fifty-six measured values fall
into the confidence intervals. The ratio of machine counts falling into the
intervals is thus only 0. 89 instead of the predicted ratio of 0.95. This dif-
ference could be due to chance, since the counts are random samples.
Using the binomial law and the measured 0. 89 ratio, we can say that there
are eight chances out of ten that the true ratio of the machine count will be
between 0.79 and 0.96. The predicted ratio of 0. 95 is included in this in-
terval just so that, with the above-mentioned chance, the desired criterion
can be accepted.

Strictly speaking, these favorable results are applicable only io the
test of 3¢ July. However, since many of the other data collected with the
GAS are similar to those of 30 July, the counter can probably be applied
to those data also.
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